Peritoneal dialysis catheter outflow obstruction due to oviductal fimbriae: a case report.
Outflow obstruction is a common cause of peritoneal dialysis catheter malfunction. We report an unusual case of outflow obstruction caused by oviductal fimbriae. Mini-laparatomy and repositioning of the catheter without excising the fallopian tube resulted in good outcome.